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When  Wilhelm  Conrad  Röntgen  discovered  the  x‐ray  phenomenon  in 
November 1895 (1) it was quickly realized that the images that could be obtained 











an MRI machine  in 1972. However,  this patent didn’t  include a description of a 
method for generating images. 
The  first  to  obtain  2D  and  later  3D  MR  images  was  Paul  Lauterbur,  who 
published this work  in 1973  (6). He used  linear gradients to achieve a frequency 
encoding  in one dimension, providing him with multiple one‐dimensional  images 
similar to the techniques to obtain computer tomography  (CT)  images. Together 
with Peter Mansfield, who  improved  the  image  acquisition with what  is  known 
today  as  “echo  planar  imaging”,  he  received  the  Nobel  Prize  in  Physiology  or 
Medicine in 2003. 










first  7  Tesla  system  was  installed  as  a  research  system  at  the  University  of 


















the  sphere  of  a  neutral  elementary  particle  be  unevenly  distributed,  then  the 
current  resulting  from  this  rotation  causes  a  magnetic  field  H  that  can  be 
described by the magnetic moment μ 
ߤԦ ൌ ߛܮሬԦ         [1.1] 
Here  γ  is  the  gyromagnetic  ratio which  depends  on  the  nucleus.  Table  1.1 
shows γ/2π  for some nuclei  that are of  importance  in MRI. Since  1H  is  the most 
common  nucleus  in  human  tissue,  it  has  the  greatest  importance  in MRI. Only 
nuclei with an uneven nucleon number have a resulting magnetic moment since 
the  spins of  the magnetic moments of  two nucleons  align  anti‐parallel  to  each 
other. 
  1H  13C  19F  23Na  31P 
γ/2π 
(MHz/T) 
42.58  10.71  40.08  11.27  17.25 
Table 1.1: γ/2π for different nuclei. 
In the absence of an external magnetic field, the magnetic moments within a 
sample  of  material  point  in  randomly  distributed  directions,  resulting  in  no 
effective moment. However, in the presence of a static magnetic field nuclei with 
spin  1/2  have  two  eigenstates  corresponding  to  a  precession  of  the magnetic 
moment around  the axis of the direction of the magnetic  field  (z‐direction) with 
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the  z‐component  either  oriented  parallel  or  antiparallel.  The  frequency  of  this 







మഏೖ೅         [1.2] 
Here  kT  is  the  Boltzmann  energy  with  k  being  the  Boltzmann  constant, 
݇ ൌ 1.38 ∙ 10ିଶଷܹݏܭିଵ,  ݄  is  Planck’s  constant,  ݄ ൌ 6.626 ∙ 10ିଷସܬݏ,  and B0  is 
the absolute value of the external magnetic flux density ܤሬԦ଴. This means that there 
are more  spins aligned parallel  to ܤሬԦ଴  resulting  in a  very  small,  yet measurable, 











ௗ௧ 	ൌ 	ߛ൫ܯሬሬԦሺݐሻ ൈ ܤሬԦଵሺݐሻ൯௫ െ
ெೣሺ௧ሻ
మ்
      [1.4] 
ௗெ೤ሺ௧ሻ
ௗ௧ 	ൌ 	ߛ൫ܯሬሬԦሺݐሻ ൈ ܤሬԦଵሺݐሻ൯௬ െ
ெ೤ሺ௧ሻ
మ்
      [1.5] 
ௗெ೥ሺ௧ሻ




Here  T1  and  T2  are  time  constants  describing  the  process  of  restoring  the 
equilibrium  of  the  magnetic  moment  M0  over  time.  The  time  constant  T1 
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describes  the  recovery  of  the  longitudinal  component Mz  of  the magnetization 
vector, while T2 describes  the decay of  the  transverse  components Mx and My. 
The relaxation times T1 and T2 are tissue dependent. 
From these equations one can deduce that a B1 field rotating in the xy‐plane at 
the  Larmor  frequency  in  the  same  direction  that  the  magnetization  vector  is 
precessing around the z‐axis can rotate the magnetization vector from the z‐axis 




ܤଵା ൌ ஻భ,ೣା௜஻భ,೤ଶ           [1.7] 
ܤଵି ൌ ൫஻భ,ೣି௜஻భ,೤൯
∗
ଶ         [1.8] 
Here ܤଵ,௫ and ܤଵ,௬ denote the complex x and y components of the vector ܤሬԦଵ of 
the  local  RF  field. ܤଵା  is  referred  to  as  the  local  transmit  field, whereas ܤଵି   is 
referred to as the local receive field (9). 








The  application  of  a  RF  transmit  field  (clockwise  polarized  B1‐field)  for  a 
particular  time  is  designated  an  excitation  pulse.  After  an  excitation  pulse  has 
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been  transmitted,  the  whole  area  exposed  to  the  excitation  will  generate  a 
received  FID  as  indicated  above. This does not  yield any  information about  the 
spatial  composition  of  the materials  in  the  sample.  To  gain  such  information, 
magnetic field gradients are used. These gradient fields change the value of the z‐
component  of  the magnetic  field  as  a  function  of  position.  Commonly,  linear 
gradients are used  so  that ܤ௭ ∝ ܚ, where r  is  the position  in  the  sample. These 
slight  changes  in magnetic  field  strength  lead  to  a  spatial  dependency  of  the 
Larmor  frequency  that  can  be  used  to  acquire  information  about  the  spatial 












means  that  the  Larmor  frequency  of  the  sample  changes  linearly  in  the  z‐




Figure  1.2:  Simplified  depiction  of  slice  selection.  The  thickness  of  the  slice  is 
dependent on  the  steepness of  the gradient as well as on  the bandwidth of  the 
applied RF pulse. 
The slice‐selection gradient  is again applied after  termination of  the RF pulse 
with  reversed  direction  to  rephase  the  spins which were  dephased  during  the 
excitation. A phase‐encoding gradient is applied, for example in the y‐direction, to 
create a  spatial dependence of  the  spin phases within  the  sample. After  this, a 
180° B1 pulse is played out. In this way, any dephasing due to local magnetic field 
inhomogeneities and susceptibility effects  (T2* decay)  is  revoked, and spins  that 

















Image acquisition  in MRI  is time consuming due to the  line by  line acquisition 
and repetition times in the order of approximately 5 ms to 3000 ms. 
To speed up the acquisition, parallel imaging techniques have been developed 
which  allow  acquisition  of  undersampled  data  sets  in  the  phase‐encoding 
direction. The  reduction  factor R denotes  the  speed‐up  that  is achieved by only 
acquiring every Rth line in k‐space. To be able to do so without foldover artifacts 
due  to  not  satisfying  the  Nyquist  criterion,  these  parallel  imaging  techniques 
exploit  the  spatial  information  of  the  different  reception  (ܤଵି )  profiles  of  the 
individual elements of a receive array. 








Since  only  a  factor  of  1/R  samples  are  acquired,  the  SNR  of  an  accelerated 
image is reduced by 1/√ܴ. Furthermore, the SNR is reduced by the array specific 
g‐factor  g(R,r),  which  is  a  function  of  the  reduction  factor  and  is  spatially 
dependent.  Thus,  in  accelerated  images  the  SNR  is  not  homogeneously 
distributed. For GRAPPA  the g‐factor distribution  is usually much smoother  than 
for  SENSE. The  g‐factor  is  an  important  value  in  the  characterization of  receive 
arrays, as it is a good indicator of how high the practical acceleration can be using 
the array. An efficient way to calculate the g‐factor is the pseudo multiple replica 
technique  (15)  in  which  an  image  is  reconstructed  many  times  with  added 
artificial  noise.  In  this way,  the  acquisition  of many  images  can  be  simulated. 
Afterwards,  the mean  and  standard  deviation  of  each  pixel  across  the  set  of 
images  is  calculated  to determine  the SNR  for different acceleration  factors. By 




filled with  tissue  simulating  liquid.  It  is  clearly  discernable  that  the  g‐factor  is 
much  lower  in the vincinity of the additional array, where the  increased number 







head  array  and  an  additional  7‐channel  receive  array  loaded with  a  sphere  of 




Since  the  resonance  frequency  is  proportional  to  the  strength  of  the main 
magnetic field, the constant drive to higher field strengths to gain SNR also results 
in  a  decreasing wave  length  of  the  RF  signals  used  for  excitation. At  1.5 T  the 
resonance frequency  is approximately 64 MHz. The resulting wave  length  in free 
space  is  therefore  about  4.6 m.  The wavelength  of  an  electromagnetic wave  is 
proportional to the inverse of the square root of the dielectric permittivity of the 











For  a  gradient  echo  image with  a  long  repetition  time,  the  signal  S(r)  at  a 
location r is proportional to 
ܵீாሺܚሻ ∝ |sinሺߛܤଵାሺܚሻܶሻ|      [1.9] 
assuming  a  rectangular excitation pulse of  length T.  For  spin echo  imaging,  the 
relation to the transmit field is of even higher order and can be approximated as 
ௌܵாሺܚሻ ∝ |sinଷሺߛܤଵାሺܚሻܶሻ|      [1.10] 
Spatial variations  in the excitation field B1൅ not only have an  influence on the 
signal  to noise distribution, but also on  the contrast distribution. Due  to varying 
flip  angles  across  an  image,  the  contrast  between  different  tissues may  vary, 
making  diagnosis  difficult  or  even  impossible.  An  example  of  inhomogeneous 
excitation can be seen in Figure 1.4. 






Figure 1.4:  Two MR  images with  visible  signal dropouts  due  to  inhomogeneous 
excitation (arrows) acquired at 7 Tesla. On the  left an axial spin echo  image of a 






is used  to  transmit a  signal. Each element  transmits  the  same pulse profile but 
with constant amplitude and phase settings which vary between elements. Thus, 
the resulting field ܤଵ,௧௢௧௔௟ା   is the complex sum of all the fields of the N  individual 
elements weighted with a complex amplitude a: 
ܤሺܚሻଵ,௧௢௧௔௟ା ൌ ∑ ܽே௡ୀଵ ∙ ܤሺܚሻଵ,௡ା       [1.11] 
This expression can easily be  formulated  into a system of complex equations 
and  solved  for  a  desired  resulting  ܤଵ,௧௢௧௔௟ା   using  an  appropriate  optimization 
routine. Since there  is one equation for all spatial sampling points, the system of 
equations  is  typically  overdetermined.  Typical  target  distributions  are  a 
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homogeneous  distribution  within  a  region  of  interest,  which  can  cover  the 
complete field of view (uniformity shim), or a maximization of ܤଵ,௧௢௧௔௟ା  in a certain 
area (efficiency shim). 
Figure  1.5  shows  an  example  of  RF  shimming  in  the  abdomen  of  a  healthy 
volunteer  using  a  flexible  8‐channel  transmit  array  (22).  The  left  image  was 
acquired  with  a  circularly  polarized  mode  (45°  phase  increment  between  the 
neighboring elements, which were distributed circumferentially around the liver). 












Transmit  SENSE  (23‐25)  is  a  technique  for  spatial  selective  excitation with  a 





time.  In  addition,  the  gradients  of  the MR  system  are  used  to  provide  spatial 
encoding during  transmission.  In  this way  it  is possible  to produce virtually any 
kind of  excitation profile within  a  region of  interest.  In  the  following,  this  shall 
briefly  be  explained  using  the  image  domain  based  technique  proposed  by 
Grissom (26). 
The  starting  point  is  the  small  tip  angle  approximation  (27).  Neglecting 
eventual  inhomogeneities of the main magnetic field ∆ܤ଴ሺܚሻ, this can be written 
as:  
ܯ௫௬ሺܚሻ ൌ ݅ܯ଴ߛݏାሺܚሻ ׬ ܾሺݐሻ݁௜ܚܓሺ௧ሻdݐ்଴       [1.12] 
Here  ݏାሺܚሻ ൌ ஻ሺܚሻభశூ   is  the normalized  transmit  sensitivity of  the  transmitting 
element and ܾሺݐሻ  is a normalized modulation  function describing  the excitation 
waveform used. The integral describes a Fourier transform from the time domain 
to the space domain, where 




For  a  number  of  coils  Nc  which  are  used  in  parallel,  the  small  tip  angle 
approximation can be expanded using the principle of superposition. 
ܯ௫௬ሺܚሻ ൌ ݅ܯ଴ߛ ∑ ݏ௟ାሺܚሻே೎௟ୀଵ ׬ ܾ௟ሺݐሻ݁௜ܚܓሺ௧ሻdݐ்଴     [1.14] 
If the time is discretized to a number of samples Nt and space is discretized to 
Ns samples, this can be formed into a set of  ௘ܰ௤௨ ൌ ௖ܰ ∙ ௧ܰ linear equations. It  is 
not necessary that Nt = Ns. By choosing Nt < Ns it is possible to exploit the different 





















human body, with a strong  focus on  imaging outside of  the brain. To  reach  this 
goal, new RF coils and equipment had to be developed to be able to make use of 
the  newly  developed  imaging  scheme  Time  Interleaved  Acquisition  of  Modes 
(TIAMO) presented in this thesis. 
First,  in chapter 2 an 8‐channel U‐shaped micro strip array for  in vivo  imaging 
of the human ankle is presented as an example of arrays that had to be developed 
in order  to perform  the  imaging experiments  in  the  further chapters  (22,28‐29). 
The ankle array’s U‐shaped  form  facilitates  free posturing and movement of  the 
ankle  to enable  real‐time  imaging of ankle movement as well as high  resolution 
imaging.  The  prototype  is  characterized  in  numerical  experiments  and  bench 
measurements, and first in vivo images are shown. 
To facilitate  large field of view  imaging at 7 Tesla without the signal dropouts 








from  the  datasets  and  a  GRAPPA  reconstruction.  The  theory  as  well  as  first 
experiments regarding SNR and g‐factor are presented. 
Since  the  indiviudal  images  in  TIAMO  are  acquired  with  inhomogneoeus 
excitation,  a  closer  look  at  the  impact  on  image  contrast  is  necessary. 









TIAMO, as well as most  techniques used  to acquire homogeneous  images of 
the body at 7 Tesla,  is a multichannel transmit technique. Multichannel transmit 
requires sophisticated hardware for the generation of the transmit signals as well 
as  for  supervision  of  patient  safety.  In  chapter  5  a  very  inexpensive  hardware 
setup  is  presented  that  makes  it  possible  to  use  TIAMO  on  standard  single‐
channel  transmit  systems with  only  single‐channel  SAR  supervision.  The  setup 
consists of a high‐power RF  switch, a control unit developed  for operation with 





abdominal  imaging  (29‐31),  breast  imaging  (32),  and  even whole‐body  imaging 
from head to toe (28). Currently, TIAMO is starting to be used in clinical studies to 
increase the homogeneity in 7 Tesla body imaging, for example for non‐enhanced 
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With  the  availability of human MR  systems  above 3  tesla with multichannel 
receive  and  multichannel  transmit  systems,  many  new  prospects  have  been 
opened for the  imaging community. Parallel  imaging techniques such as SENSE 1 
and GRAPPA 2 already allow for acceleration of image acquisition at clinically used 
field  strengths. Higher  field  strengths  inherently  lead  to  better  performance  of 
these  parallel  imaging  techniques  3,4  by means  of  an  increased  signal‐to‐noise 
ratio  (SNR) and an  increased distinctness  in  the sensitivity patterns of  individual 
coil  elements.  Furthermore,  when  parallel  transmission  techniques  such  as 
transmit SENSE 5,6 or RF shimming 7,8 are available, non‐cylindrical transmit arrays 
can potentially be used for excitation, theoretically enabling moving joint imaging 





acceleration  12. The higher SNR  is an optimal prerequisite  for  real‐time  imaging, 




all  arrays must have  the  capability  for both  transmission  and  reception,  so  the 
demands on  the design are distinctly different  from  those  for 1.5 T  receive‐only 
arrays. 
The  purpose  of  this  work  was  thus  to  build  an  open,  U‐shaped  8‐channel 
transmit/receive  microstrip  coil  for  7  T  MRI.  This  open  coil  design  offers 
sufficiently  free  movement  to  allow  motion  of  the  ankle  joint  during 
measurement  of  the  subject’s  foot.  Inhomogeneities  in  the  transmit  field 














are  tilted by 30° out of  the horizontal plane,  the adjacent modules are  tilted by 
70°, and the four remaining modules are arranged vertically. 
 

















connection  over  the  opening  of  the  U‐shaped  array.  The  ground  planes  of  all 
modules are interconnected with capacitors Cg = 1000 pF to reduce eddy currents 
(not shown  in Figure 2.1). Three of  these capacitors are placed on both sides of 
each module,  at  the  ends of  the modules  as well  as  in  the  center. Cable  traps 
made from  loops of semi rigid cable with a parallel capacitor are  included  in the 








with  a  Protomat  H60 milling machine  (LPKF  Laser  &  Electronics  AG,  Garbsen, 
Germany)  from 1.5 mm thick FR4 circuit board with 35 μm copper  foil. All  fixed‐
value capacitors were non‐magnetic capacitors with a DC working voltage of up to 













SAR  (specific  absorption  rate)  calculations  were  performed  using  CST 
Microwave  Studio  (CST  AG,  Darmstadt,  Germany)  and  the male model  (DUKE) 
from  the Virtual Family  15 with 2 mm resolution and 80 unique  tissue  types. The 
complete matching and decoupling networks were simulated in a SPICE‐based co‐
simulation. The simulations were performed for three different ankle postures to 






Siemens  Healthcare,  Erlangen,  Germany)  using  gradients  with  maximum 







and  a  length of 15 cm  filled with  tissue‐simulating  liquid  (mass  fraction: 37.5 % 
water,  56.5 %  sugar,  6 %  salt;  εr = 46.3,  σ = 0.8 Ω‐1 m‐1) was  used.  The  electrical 
parameters  are  close  to  the  mean  electrical parameters  of  the  Duke  model 
(εr = 41.6,  σ = 0.6 Ω‐1 m‐1).  The  phantom  was  placed  on  the  same  2.5 cm  thick 
foam  cushion which  is  used  for  human  subjects.  To  provide  a measure  of  the 
homogeneity of the array’s SNR distribution, SNR  in this homogeneous phantom 










To  estimate  the  GRAPPA  g‐factor  of  the  array  and  thus  the  acceleration 
capability,  a  pseudo  multi  replica  method  19  was  used.  A  fully  sampled  axial 
gradient echo  image of a volunteers ankle was acquired with an  image matrix of 











For  static  structural  imaging,  three different  sequences were used: a PD/T2‐
weighted 2D Turbo Spin‐Echo (TSE) sequence with an echo train length of ETL = 5, 
a  3D  Dual  Echo  Steady  State  (DESS),  and  an  isotropic  T1‐weighted  3D  spoiled 
gradient‐echo (FLASH) sequence. 





sagittal  sections  were  used  with  phase  encoding  in  the  anterior‐posterior 
direction.  To  achieve  a  high  temporal  resolution,  GRAPPA  acceleration  with  a 
nominal reduction  factor R of 4 was used  in both sequences. Thus, the TrueFISP 
images  could be  acquired with  a  temporal  resolution of 2.5  images per  second 


















[°]  Matrix  Rnom  Nreflines 
TA 
[min:s] 
TSE  0.35 x 0.35 x 2  4190  34 / 91  325  90  512 x 480 x 10  2  48  6:39 
3D DESS  0.35 x 0.35 x 1.5  10.61  4.1  390  15  512 x 512 x 128  2  48  4:13 
3D FLASH  0.42 x 0.42 x 0.42  6.62  3.06  340  7.5  320 x 290 x 160  2  48  2:55 
TrueFISP  0.81 x 0.81 x 4.0  407  2.75  560  70  224 x 224 x 1  4  24  0:00.4 






posture of  the  ankle of human  subjects  in  the  coil  lab; however,  the  reflection 
factor S11 always  remained below  ‐13 dB when varying  the posture of  the ankle 




Figure 2.2  shows  the 10g‐averaged SAR distributions  for  the  three  simulated 
ankle  postures.  The  relative  phases  of  the  shim  setting were  121°,  201°,  311°, 
322°,  0°,  96°,  151°  and  278°  in  the  clockwise  direction.  All  relative  amplitudes 
were  the  same.  The maximum  allowed  input  power  for  the  three  cases were 
4.2 W, 8.8 W and 7.7 W. Local SAR varies by a factor of 2.1 through the different 
ankle postures. The maximum SAR occurs in the heel in Figure 2.2A. To provide a 











the  SNR  is more  or  less  constant  over  the  15 cm  length  of  the  array.  The  SNR 
drops to about 25% at the center of the phantom relative to the surface. 
 











with  nominal  acceleration  factors  of  R = 2,  3,  and  4,  which  led  to  effective 
acceleration  factors  of  1.78,  2.4,  and  2.91  after  consideration  of  the  reference 
lines. The maps clearly show  that even  for a nominal acceleration  factor of 4  in 
the  anterior‐posterior direction,  the maximum  g‐factor  stays well below  2.  The 
41 
 
mean  values  within  the  section  for  R = 2,  3,  and  4  are  1.02,  1.12,  and  1.37, 
respectively. 
 
Figure 2.4:  In  vivo  pseudo  multi  replica  g‐factor  maps  for  nominal  GRAPPA 
acceleration  factors  of  R = 2,  3,  and  4  with  phase  encoding  in  the  anterior‐
posterior direction. The positions of  the coil elements are  indicated by  the black 
bars. The effective acceleration  factors are 1.78, 2.4, and 2.91, and  the mean g‐
factor  values  within  the  subject  were  found  to  be  1.02,  1.12,  and  1.37, 
respectively. 
In vivo imaging: static 












the ankle  joint;  (C) axial slice  through  the distal  tibia  from a 3D DESS showing a 






Figure 2.6  shows  exemplary  images  extracted  from  the  two  real‐time 
sequences  TrueFISP  (A)  and  TurboFlash  (B)  of  the  human  ankle  during  free 
movement at a nominal imaging acceleration factor of 4. The subjects were asked 
to move  the  foot  slowly  for  about  30  seconds  during  completing  5‐7  cycles  of 











Figure 2.6:  Real‐time  images  of  the  human  ankle  in  motion.  (A)  TrueFISP,  (B) 
TurboFlash  at  2.5 and 3  images  per  second,  respectively.  The  TrueFisp  images 
show severe banding artifacts (arrows) which vary with the different positions of 












a field of view that  is  large enough to cover the ankle  joint and the surrounding 
tissue. Patient safety was assured by simulations that covered a range of postures 
during  patient  movement.  The  results  indicated  that  care  has  to  be  taken 
regarding  movement  within  local  transmit  coils,  since  local  SAR  can  vary 
significantly.  In  this  particular  example,  the  local  SAR  varied  by  a  factor  of 
approximately 2. 
High‐resolution imaging as well as real‐time imaging were possible. Due to the 
low  g‐factor,  high‐resolution  static  images  can  be  acquired  in  a  clinically 
acceptable short time as expected considering the results in Banerjee et al. 12. 
Real‐time  imaging with TrueFISP proved  to be  challenging  at 7 T due  to  the 
severe  banding  artifacts,  which  has  also  been  observed  in  initial  cardiac 
applications at 7T 20. These banding artifacts are common to this type of sequence 
but  are more pronounced  at higher  field  strengths.  To overcome  this problem, 
dynamic  B0  shimming  21  during  ankle  movement  will  probably  have  to  be 
employed.  Until  this  problem  can  be  solved,  TurboFlash  imaging  is  a  better 
alternative even though it has intrinsically lower contrast. For both sequences the 
parameters were chosen to achieve a good balance between spatial and temporal 
resolution. Nevertheless,  the maximum matrix allowed by  the  scanner  software 
was  used  to  minimize  the  in‐plane  voxel  size  which  is  restricted  by  gradient 






considered  to  be more  than  satisfying,  as  for  typical  ankle movement  velocity 
non‐blurred images could be obtained. 
The  design  of  the  array  potentially  makes  it  suitable  for  hand  and  wrist 
imaging, or for imaging the knee in slender subjects. It might even be suitable for 
imaging  larger  rodents  like  large  rats or even  rabbits. The open U‐shape of  the 






to  develop  dedicated  coils  with  multiple  elements  for  both  transmission  and 
reception. We present a U‐shaped 8‐channel transmit‐receive array for imaging of 
the human ankle capable of high‐resolution static  imaging and real‐time  imaging 
with high acceleration  factors. We have shown  that  real‐time 2D  imaging of  the 
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As  the  field  strength  and  therefore  the  operational  frequency  in  MRI  is 
increased, the wavelength approaches the size of the human head/body, resulting 
in wave effects which cause signal decreases and dropouts. 
Several multichannel  approaches have been proposed  to  try  to  tackle  these 
problems, including RF shimming, where each element in an array is driven by its 
own  amplifier  and  modulated  with  a  certain  (constant)  amplitude  and  phase 
relative  to  the other elements, and Transmit SENSE, where  spatially  tailored RF 
pulses are used. 
In  this paper  a  relatively  inexpensive  and  easy  to use  imaging  scheme  for 7 
Tesla imaging is proposed to mitigate signal voids due to B1+ field inhomogeneity. 
Two  time‐interleaved  images are acquired using a different excitation mode  for 












Since  the beginning of magnetic  resonance  imaging  (MRI),  there has been  a 
steady drive  to higher magnetic  field  strengths  to  increase  signal‐to‐noise  ratio 
(SNR) and  to achieve new contrasts. Since operational  frequency  is proportional 
to  field strength, severe problems are often encountered with  today’s high‐field 
systems regarding homogeneity of the transmission field (1,2). As the operational 
frequency  is  increased,  the  wavelength  approaches  the  size  of  the  human 
head/body, resulting in wave effects which cause signal decreases and dropouts. 
Several multichannel  approaches have been proposed  to  try  to  tackle  these 
problems.  The most  straightforward  approach  is  static RF  shimming  (3,4).  Each 
element  in an array  is driven by  its own amplifier and modulated with a certain 
(constant) amplitude and phase relative to the other elements; the pulse profile 
for  each  element  remains,  however,  identical.  By  choosing  the  amplitudes  and 
phases properly, a more homogeneous transmit field or signal  improvement  in a 




RF  pulses  are  used.  Amplitude  and  phase  vary  during  transmission  and  thus 
different  pulse  profiles  are  played  out  for  each  element.  This  approach  yields 
excellent  results,  but  presupposes  exact  knowledge  of  element  transmission 
profiles as well as expensive and complicated hardware. 
In  this  paper  we  propose  a  new  imaging  scheme  based  on  multi‐mode 
excitation and GRAPPA (8) parallel imaging reconstruction to mitigate signal voids 
due to B1+ field inhomogeneity that is relatively inexpensive and easy to apply. We 
designate  this  acquisition  scheme  Time‐Interleaved  Acquisition  of  Modes 
(TIAMO). The basic premise  is to excite two  (or more) different B1+ modes using 
static  RF  shimming  in  an  interleaved  acquisition, where  the  complementary  RF 
patterns  of  the  two  modes  can  be  exploited  to  improve  overall  signal 
homogeneity.  Normally,  this would  lead  to  a  factor  two  penalty  in  acquisition 
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time. However,  it will be  shown  that  the  two  complementary excitation modes 
can  be  viewed  as  forming  virtual  receive  elements,  which  allows  superior 
performance of parallel  imaging algorithms over that expected from the physical 
receive array alone. Thus,  two‐fold accelerated GRAPPA encoding minimizes  the 








the signal  S  received by this coil  m  at  location  r  when using a set of phases 





ˆ ˆ( ) ( ) ( ) ( , )
i tT
m n m nS B i W B t e dt
   r kr r r r .   [3.1] 
In  this expression, W   is  the  tissue‐dependent weighting  factor;  1,ˆ ( )nB r  and 
1,
ˆ ( )mB
 r  are the complex circularly‐polarized components of the B1 field, with  1,ˆ nB  
being the time‐dependent combined transmit field of all coils in mode n  and  1,ˆ mB  
being the receive field of coil m ;   is the gyromagnetic ratio, T  is the duration of 
the B1+ pulse and  ( )tk  parametrically describes a path through k‐space. 
Since  1,ˆ nB   and  1,ˆ mB   are  spatially  dependent,  they  can  be  described  using 
spatial weighting factors  ( )nC r  and  ( )mC r : 
( )
, 1 10
ˆ ˆ( ) ( ) ( ) ( ) ( )
i tT
m n m nS C B i W B t C e dt
     r kr r r r .  [3.2] 
( )nC
 r  is time independent, so it may be extracted from the time integral and 
combined with  ( )mC r  to a new weighting factor  , ( )m nC r . This is mathematically 
equivalent  to  a  homogeneous  excitation  followed  by  reception  with  a  non‐
uniform receive sensitivity: 
( )
, , 1 10
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the  number  of  receive  elements,  each  with  a  different  reception  profile.  The 
mode excitation  leads  to  the  formation of  “virtual"  receive elements.  Since  the 
signal  sets are acquired at different  time  intervals,  there  is no noise correlation 
between the two data sets. 
The  acquisition  time  needed  to  acquire  the  two  different  modes  can  be 
reduced back to the time to acquire a single mode by the use of parallel imaging. 
The  requisite  higher  acceleration  factor  can  be  achieved  thanks  to  the  greater 
number  of  virtual  receive  channels.  For  example,  two  images  with  different 












Siemens  Healthcare,  Erlangen,  Germany)  using  gradients  with  maximum 
amplitude of 40 mT/m  and maximum  slew  rate of 200 mT/m/ms.  The  software 
version was VB15. For RF transmission, the vendor‐provided power amplifier was 
used  (LPPA  13080W,  Dressler  HF  Technik  GmbH,  Stolberg,  Germany).  In 
conventional single‐channel mode,  the eight 1 kW amplifiers are combined  to 8 
kW with a power combiner to drive the transmit coil. 
For  generating  arbitrary  transmit modes,  a  custom  8‐channel  RF  shimming 
system was  implemented  (10).  In eight‐channel mode, each 1 kW RF channel  is 
independently  controlled by  a  custom 8‐channel  vector modulator  (11).  Sets of 
amplitudes and phases  for all channels can be buffered  in  the vector modulator 
and switched by an external trigger signal that is controlled by the sequence. The 
time  to  switch  all  channels  to  a  new  set  of  phases  and  amplitudes  is  540 μs. 






from  one  element  to  the  next  (“Birdcage mode”),  the  second  set  has  a  phase 
increment  of  90°  (“Gradient mode”  or  “90°‐increment mode”  with  higher  flip 
angle  in the periphery  (12)). Two  images are acquired  in an  interleaved manner: 
After each acquisition  line  (or echo  train  for  turbo  spin echo  sequences) of  the 





an echo train. This  interleaved acquisition ensures that the same  line  is acquired 
with the two modes  in close temporal proximity and thus avoids  inconsistencies 
due  to motion; each  line can  then be  interpreted as a single  line with  twice  the 
number of receive channels. 
Image  reconstruction  was  performed  using  the  ’OpenGRAPPA’  (8) 
implementation of the GRAPPA algorithm in Matlab (The Mathworks, Natick, MA, 
USA). Before  reconstruction,  the  two eight‐channel  raw data  sets  from  the  two 
different mode acquisitions were concatenated so as to form a single data matrix 
with  a  format  corresponding  to  that  of  a  16‐channel  acquisition.  This 
reconstruction  will  subsequently  be  referred  to  as  ‘TIAMO  combined 
reconstruction’. 
To demonstrate  the advantages of  the combined reconstruction method,  the 
two  mode  images  were  also  reconstructed  separately  using  GRAPPA  and 





The coils used  in  this study were custom‐built eight‐channel  transmit/receive 
coils. All elements are strip lines with meanders at both ends. The head coil (13) is 
octagonal with a minimum usable diameter of 26 cm and a strip length of 25 cm. 
The body array  (14) used  for  the abdominal  images  consists of a dorsal  section 
with four elements and a flexible ventral section with another four elements. Both 






The  phantom  used  for  SNR  and  g‐factor  estimation  in  the  head  coil was  a 
bottle with  120 mm  diameter  filled with  tissue‐simulating  liquid  (37.5% water, 
56.5%  sugar,  6%  salt,  εr  =  46.3,  σ  =  0.8  Ω‐1∙m‐1).  Two  silicon  tubes were  fixed 
longitudinally  inside  the  bottle,  one  filled  with  the  same  liquid  with  1:1000 
Gadovist  (Bayer  Schering  Pharma AG,  Berlin, Germany)  contrast  agent  and  the 





The parameter 1%U  as proposed by the AAPM protocol (15) was evaluated as 
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sequence based on a spin echo and a stimulated echo  (17)  to achieve a 90°  flip 
angle in the center of the phantom. Eight echoes were acquired per readout train. 
The matrix size was 384 by 384. 





dataset were  reconstructed separately  (two  times 8 channels per dataset) using 
OpenGRAPPA  and  then  combined  using  sum  of  squares  (TIAMO  separate 
reconstruction);  and  thirdly,  both  modes  were  reconstructed  together  (16 
channels  in one data set)  in OpenGRAPPA by  forming "virtual" channels  (TIAMO 
combined reconstruction). Undersampled data sets with reduction factors of 2, 3, 
4,  and  6  were  generated  from  the  fully  sampled  k‐space  data  by  selectively 
discarding  lines  that  would  not  have  been  sampled  in  a  direct  acquisition 
accelerated  with  parallel  imaging.  The  fully  sampled  data  set  was  also 
reconstructed.  48  reference  lines where  used  for  GRAPPA  reconstruction.  The 





















.   [3.5] 
Here  linesN  is the number of phase‐encoding lines of the fully sampled image, 





were  performed  using  CST  Microwave  Studio  (CST  AG,  Darmstadt,  Germany). 
Three different body models were used: the male  (DUKE) and the female model 
(ELLA)  from  the Virtual  Family  (19) with 2 mm  resolution  and 80 unique  tissue 
types and  the male model  (HUGO)  from  the Visible Human Project  (The Visible 
Human  Project,  http://vhp.ntu.edu.sg/.)  with  2  mm  resolution  and  32  unique 























Experiments  in  which  two  modes  are  acquired  interleaved  show  that  the 
540 μs  switching  time  of  the  vector modulator  is  sufficiently  short  enough  to 




for  Birdcage  Mode  (BC  Mode,  45°  phase  increment),  90°  phase  increment, 
separate  reconstruction  with  subsequent  sum‐of‐squares  combination  of  both 
modes  (TIAMO  separate  reconstr.), and  combined  reconstruction of both modes 
(TIAMO combined reconstr.). Different effective reduction factors are shown for 48 
reference lines. The nominal acceleration factors are R = 1, 2, 3, 4 and 6. The two 
black holes  in the phantom are  intentional features to provide  internal structure. 




Phantom  homogeneity  measurements  in  the  head  coil  with  the  described 




for  various  effective  acceleration  factors.  The  nominal  acceleration  factors  are 
R = 1,  2,  3,  4,  and  6.  The  increased  homogeneity  for  the  TIAMO method  using 
either  separate  or  combined  reconstruction  is  clearly  visible.  The  combined 
reconstruction  also  shows  less  pronounced  residual  aliasing  artifacts  than  the 






subsequent  SoS  combination  of  both  modes  (TIAMO  separate  reconstr.),  and 
combined  reconstruction  of  both modes  (TIAMO  combined  reconstr.).  Different 









For  an  estimate  of  the  increase  in  acquisition  time  with  TIAMO  image 
acquisition,  Figure 3.3  shows  a  graph  of  the mean measured  g‐factor  and  the 
mean SNR  in the phantom for the three different methods. The graphs  illustrate 
that  the  TIAMO  combined  reconstruction  is  superior  to  the  TIAMO  separate 
reconstruction  at  each  effective  reduction  factor.  The  mean  g‐factor  for  the 
birdcage mode and  the TIAMO  separate  reconstruction are nearly  the  same  for 
the lower accelerations as seen in a). The graph in b) shows, for example, that the 
mean  SNR  for  the TIAMO  combined  reconstruction  at  an  acceleration  factor of 
1.78 is the same as the mean SNR for the birdcage mode without acceleration. In 
this  case, an effective 12%  increase  in acquisition  time  is  required  to achieve a 
considerably  more  evenly  distributed  SNR  throughout  the  image.  As  TIAMO 
implies the doubling of the acquisition time to acquire both modes, ideally TIAMO 




(combined reconstruction). The  images show  increased homogeneity  in the axial 
slice, even though an imperfection in the modes causes a slight signal drop in the 
left  half  of  the  brain.  Especially  in  the  T2‐weighted  images,  an  increase  in  the 
perceived detail can be noted. 
Figure 3.5  shows  in  vivo  body  images with  TIAMO  acquisition.  The  coronal, 
sagittal,  and  axial  planes  of  the  T1‐weighted  gradient  echo  sequence  show 









in  the body  coil  it  is 89% percent.  Since  the modes  are  switched every TR,  the 
effective  permissible  input  power  is  85%  of  the  normal  birdcage mode  for  the 
head  coil  and  94.5%  for  the  body  coil.  Since  in  head  imaging when  using  the 
birdcage mode the transmit amplitude is often set higher so that the flip angle in 
the center is greater than 90° to increase flip angle and SNR in the periphery, the 





Figure 3.4:  7T  PD‐  (top  row)  and  T2‐weighted  (bottom  row)  TSE  in  vivo  brain 
images of a human volunteer. The TIAMO  images with combined  reconstruction 
















mitigate  signal  and  SNR  inhomogeneities  deriving  from  non‐uniformities  in  the 
transmit B1+  field. Unlike  specially‐designed adiabatic pulses or Transmit  SENSE, 
however,  it  does  not  aim  to  achieve  a  homogeneous  transmit  B1  field  per  se. 
Rather,  TIAMO  attempts  to  effectively  combine  the  complementary  B1+  spatial 
patterns  available  in  different RF  coil modes.  In  contrast  to  adiabatic pulses or 
Transmit SENSE, SAR  is only  slightly higher  than  for  the normal birdcage mode. 
The homogeneity  in  TIAMO  reconstruction  comes  at  the  cost of  either  time or 
SNR, but  this cost  is kept minimal by the combined reconstruction of the virtual 
coil elements that are created by the different transmission modes. 
It  is  important  to  note  that  since  the  B1+  is  non‐uniform  in  each  of  the 
individual modes,  the contrast  in  the  final  image  is expected  to deviate  from an 
image  acquired  with  a  uniform  B1+  field.  This  would  appear  to  make  TIAMO 
unsuitable  for  most  quantitative  imaging,  but  for  clinical  diagnostic  imaging, 
TIAMO might be an alternative to other ways of mitigating signal drop outs. 
The required hardware  is much  less expensive (by approximately a factor of 
5‐10)  than  for a  fully capable Transmit SENSE  system,  since  the  switching  times 
between channel weighting values can be much longer and the synchronization is 




In  conclusion,  TIAMO  is  a  simple but  effective way  to  considerably  reduce 
signal voids due to B1+ inhomogeneity in 7T head and whole‐body imaging. 
Future work will  include optimizing  the number of modes  and  their phase 
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Chapter 4  Time  Interleaved  Acquisition  of  Modes 
(TIAMO):  an  Analysis  of  SAR  and  Image 
Contrast Implications* 
Abstract 









In  this  work,  the  impact  of  TIAMO  on  image  contrast  as  well  as  on  time‐















Since  the early days of magnetic resonance  imaging, a steady drive  to higher 
field strengths has been apparent. At higher field strengths an increased signal‐to‐
noise  ratio  (SNR)  and  new  contrasts  can  be  obtained,  but  high  static  field 
strengths  of  7  Tesla  and  above  lead  to  severe  radiofrequency  homogeneity 
problems  (1,2)  because  the  operational  frequency  is  proportional  to  the  static 
field  strength  and  hence  the  wavelength  is  shortened.  Especially  whole‐body 
imaging at 7 Tesla and higher  is therefore challenging (3). Multichannel transmit 
approaches  to  tackle  these problems have been proposed  in  the  literature. The 
most notable are static RF shimming (4,5) and Transmit SENSE (6). 
In  RF  shimming,  each  element  in  an  array  is  driven  with  its  own  constant 
amplitude  and  phase,  while  the  pulse  profile  is  identical  for  all  elements.  By 
choosing a suitable set of amplitudes and phases, the resulting B1+ can be shaped 





excellent  results,  but  presupposes  precise  knowledge  of  element  transmission 
profiles as well as expensive and complicated hardware. 
Recently, an acquisition scheme called Time‐Interleaved Acquisition of Modes 
(TIAMO)  (9)  has been proposed  to  tackle  the  inhomogeneity problems  in high‐
field MRI. The basic premise  is to excite two (or more) different B1+ modes using 
static  RF  shimming  in  an  interleaved  acquisition, where  the  complementary  RF 
patterns  of  the  two  modes  can  be  exploited  to  improve  overall  signal 
homogeneity. The  cost  in  time  for acquiring a multitude of  images  can at  least 
partly  be  compensated  by  using  the  multiple  transmit modes  to  form  virtual 
elements  for  a  GRAPPA  (10)  reconstruction.  Therefore,  higher  parallel  imaging 








With  respect  to  power  deposition  in  the  exposed  body  region,  it  is  also 
expected  that  TIAMO  will  likely  produce  a  lower  time‐averaged  specific 
absorption  rate  (SAR)  than  either  of  the  utilized modes,  because  the  different 
power  loss  densities  of  the  alternately  applied  excitation  modes  result  in  a 
smoothed overall SAR distribution. 
In  this work,  the  impact  of  TIAMO  on  the  image  contrast  as well  as  on  the 
time‐averaged SAR is addressed in detail. The image contrast is investigated with 
an  MR  experiment  using  a  checkerboard  phantom,  whereas  numerical 
experiments are carried out to compare TIAMO versus conventional single‐mode 
RF  shimming  with  respect  to  B1+  homogeneity  and  SAR  at  7  Tesla.  These 







For  the  SAR  and homogeneity  calculations,  three different human models, a 
male (DUKE, 70 kg, 1.74 m, 80 tissue types) and a female (ELLA, 58 kg, 1.60 m, 80 
tissue types) adult model from the Virtual Family (11) and a male model (HUGO, 
95 kg, 1.85 m, 32  tissue  types)  from  the Visible Human Project  (12) were used. 
Field distributions in all models were calculated in CST Microwave Studio (CST AG, 
Darmstadt,  Germany)  for  an  8‐channel  head  coil  (13)  and  a  flexible  8‐channel 
body coil (14) positioned over the liver. 
The calculated E‐ and B‐fields as well as the material parameters of the models 
were  interpolated  to  a  4 mm  isotropic  mesh  and  used  in  the  following 
homogeneity and SAR calculations in Matlab (The Mathworks, Natick, MA, USA). 
For each combination of coil and body model, 50,000 random RF shims were 
calculated.  Additionally,  all  8  circularly‐polarized  (CP)  modes  were  used  as 




local  optima,  each  optimization was  repeated  ten  times with  different  starting 
values and the best result was chosen. 
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the  squares  and  the  square  root  denote  element‐wise  operations.  Eq.  1  was 
solved using a simplex search method (15). Again, each optimization was repeated 
ten times with different starting values and the best result was chosen. 
As  a  measure  of  homogeneity,  the  standard  deviation  of  the  B1+  of  the 




cube  of  20 mm  edge  length  as  the  averaging  volume  and  assuming  a 
homogeneous tissue density of 1000 kg/m³. 
SAR  for TIAMO was estimated by averaging  the voxel‐based SAR  for  the  two 
utilized modes  to account  for  the  interleaved excitation. Afterwards,  the SAR10g 
averaging scheme and the homogeneity evaluation were used as described above. 
A comparison of efficiency between RF shimming and TIAMO in terms of mean 
B1 amplitude  in a  slice  versus  SAR was performed based on  the  received  signal 
energy over  the  time needed  to acquire  the complete  information, which  is  the 
mean signal power disregarding all subsequent signal processing. In RF shimming 




























.      [4.3] 
Here  1,1B   and  1,2B   are  the  transmit  fields  of  the  first  and  second  TIAMO 
modes,  respectively, and TA  is  the  time  to acquire a  single mode. Note  that  the 
square  denotes  element‐wise  operations  and  the  bar  denotes  the  mean 
throughout all elements of the matrix. 
In all  simulations with numerical head models,  the upper body down  to  the 
Xiphoid process of  the  sternum was  included.  In  the  simulations with  the body 






Siemens  Healthcare,  Erlangen,  Germany)  using  gradients  with  maximum 
amplitude of 40 mT/m  and maximum  slew  rate of 200 mT/m/ms.  The  software 
version was VB15. For RF transmission, the vendor‐provided power amplifier was 
used  (LPPA  13080W,  Dressler  HF  Technik  GmbH,  Stolberg,  Germany).  In 
conventional single‐channel mode,  the eight 1 kW amplifiers are combined  to 8 
kW with a power combiner to drive the transmit coil. 
For  generating  arbitrary  transmit modes,  a  custom  8‐channel  RF  shimming 











reconstruction,  a  software  package  was  implemented  on  the  scanner  which 






For  contrast measurements,  a  phantom  consisting  of  a matrix  of  10  by  10 
cylinders  was  used.  The  cylinders  had  an  inner  diameter  of  12 mm,  an  outer 
diameter of 13.5 mm, and a length of 44 mm. They were filled in a checkerboard 
pattern  with  either  water  or  rapeseed  oil.  For  measurements  inside  the  MR 
imager,  the  checkerboard  phantom  was  placed  centrally  in  a  custom‐built  8‐
channel head coil  (13), so  that  the checkerboard pattern was visible  in  the axial 
slice.  To  provoke  strong  B1  inhomogeneities,  the  checkerboard  phantom  was 
inserted  into  a water‐filled  canister  of  15 x 15 x 20 cm³.  For  comparison with  a 
nearly  homogeneous  transmit  field,  the  experiment was  repeated without  the 
water‐filled canister. 
The  contrast measurements were performed with  the CP+  (phase  increment 
45°)  and  the  CP2+  (phase  increment  90°)  mode  of  the  coil  array,  and  the 







a  matrix  of  256 x 256  with  a  slice  thickness  of  5 mm.  The  bandwidths  of  all 
sequences were kept high to keep the fat/water shift below 2 pixels. A complete 
set of the sequence parameters can be found in Table 4.1. 
  TR [ms]  TE [ms]  FA [°]  BW [Hz/pixel]  ETL 
T1 FLASH  20  4.34  25  930  ‐ 
T2* FLASH  750  25  35  930  ‐ 
PD TSE  5000  6.8  90/180  780  7 
T2 TSE  5000  88  90/180  780  13 
T1 SE  250  6.8  90/180  780  ‐ 
Table 4.1: Sequence parameters used for the contrast evaluation. 
The  contrast was  evaluated  by  placing  a  circular  region  of  interest  (ROI)  in 
every  compartment of  the phantom  in  an  axial  slice  acquired with  each of  the 
above‐mentioned  sequences.  Every  ROI  contained  about  80  pixels.  The  mean 
signal  in each ROI was determined and the ratio of this signal to the mean signal 
from the 4 surrounding compartments filled with the other  liquid was calculated 




interleaved  way  and  averaged,  so  that  the  acquisition  times  for  both  the 







Figure 4.1 depicts  the  results  for  the simulations as a scatter plot. The y‐axis 
shows  the  standard deviation of  the mean B1+  in percent,  the  x‐axis  shows  the 
efficiency. Plots A,C,E are simulated for the head coil, plots B,D,F are for the body 
coil.  The  rows  represent  the  DUKE,  ELLA,  and  HUGO  body model  from  top  to 
bottom. Since the plots  in Fig. 4.1 show different body shapes and coils, a global 
efficiency normalization  is not  required. For  convenience,  the efficiency  in each 
plot is normalized to the maximum of the random RF shims for that plot. The ideal 





















Figure  4.2:  Comparison  of  TIAMO  and  best  conventional  RF  shims  for  all  three 
body models and both RF  coils. TIAMO  shows  superior qualitative homogeneity. 




Figure 4.3  shows  the  images of  the checkerboard phantom  for all  sequences 
and for the following four cases: nearly homogeneous excitation by the CP+ mode 
with the checkerboard phantom in air, and CP+ mode, CP2+ mode, and the TIAMO 





CP+  and CP2+  images  is much higher  than  it  is  for  the homogeneous  excitation, 
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  T1 FLASH  T2* FLASH  PD TSE  T2 TSE  T1 SE 
CP+, Air  3.1  11.7  3.5  7.0  2.8 
CP+, Water  38.5  36.4  88.8  77.0  120.3 
CP2+, Water  16.7  32.5  75.2  48.5  86.4 
TIAMO  9.3  9.2  6.8  6.7  32.4 
Table 4.2: Standard deviation in percent of the contrast in the checkerboard 
phantom. 
In  the  T1‐weighted  gradient  echo  images  (Figure 4.3,  first  column)  for  the 




checkerboard phantom.  In  regions where  the  ring‐shaped  signal dropout of  the 
CP+ mode  is  located, different contrasts  for the CP+ and CP2+ modes are obvious 
which  result  in a TIAMO  image with varying contrast. The standard deviation of 
the contrast is three times higher in the TIAMO image than for the homogeneous 
excitation. 
In  the  second  column,  the T2*  contrast  looks apparently  correct  throughout 
the  acquisitions  with  inhomogeneous  excitations.  Some  small  B0  artifacts 
(blooming)  caused  by  small  bubbles  of  air  are  visible  in  the  cases  where  the 
checkerboard phantom is immersed in the water canister. The calculated standard 
deviation of the contrast for the TIAMO  image  is almost the same as  it  is for the 
image acquired with homogeneous excitation. 
In the PD‐weighted TSE images in the center column, the contrast between the 
oil and the water  is quite  low. The apparent contrast does not vary much  in the 
images with  inhomogeneous excitation. The measured standard deviation  in  the 
TIAMO image is nearly doubled compared to the homogeneous excitation. 




In  the  fifth  column,  the  T1‐weighted  spin  echo  images qualitatively  reveal  a 
mostly acceptable contrast. The standard deviation for the CP+ and CP2+ modes is 
much  higher  than  the  standard  deviation  in  the  image  with  homogeneous 
excitation.  Strong  deviation  in  the  contrast  can  be  observed  in  the  upper  right 
corner  of  the  TIAMO  image,  where  the  contrast  between  oil  and  water  is 
noticeably (see arrow) much lower than in the rest of the phantom. 
In  the  appendix  an  analytical  evaluation  of  the  contrast  in  a  TIAMO  spoiled 
gradient echo image is given. This theoretical analysis indicates that T1 contrast is 
affected  by  the  inhomogeneities  of  the  two  modes.  Since  the  criterion  for 
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homogeneity  of  the B1+  distribution  (Eq.  1)  and  the  criterion  for  homogeneous 
contrast distribution (cf. Eq. 11) are approximately identical, a correct T1 contrast 
can  be  achieved with  TIAMO  using  this  specific  homogeneity  criterion.  This  is 





Figure 4.4:  (A) and  (B)  show  relative B1 maps of  two  inhomogeneous  shim  sets 
calculated  using  the  homogeneity  criterion  given  in  Eq.  1.  (C)  shows  the  RSS 







The  results  show  that  TIAMO  is  superior  to  RF  shimming  concerning  image 
homogeneity and/or SAR efficiency. A reason  for  the good SAR efficiency  is  that 





for  the  body  array  show  at  least  one  complete  signal  dropout  (see  arrows).  In 
Figure 4.1F the standard deviation for the TIAMO optimized shim is higher than it 
is for the best conventional RF shim, but taking the signal dropout  into account, 
the TIAMO shim seems preferable.  In all  three simulation models with  the head 
coil, the non‐optimized combinations of the CP+ and CP2+ modes with TIAMO are 
already  superior  in  homogeneity  compared  to  the  conventional  RF  shims.  As 
stated  in previous work (9), this combination can be easily realized with a Butler 
matrix  (18)  and  a  switch, making  it  a  very  cost‐efficient  and  robust  option  for 
homogeneous head imaging. 
In summary, the signal homogeneity achieved with TIAMO  is higher than that 
which  can  be  achieved  with  RF  shimming.  Complete  signal  dropouts  can  be 
avoided with TIAMO, while conventional RF shims  in body  imaging show at  least 
one  significant  dropout.  In  the  smaller  bodies  of  ELLA  and  DUKE,  the  signal 
homogeneity  achievable  with  TIAMO  should  be  sufficient  for  human  in  vivo 








As  stated  in  previous  work  (9),  TIAMO  does  not  achieve  a  homogeneous 
excitation, but  aims  at  acquiring  composite  images with  a homogeneous  signal 
distribution.  The  modes  used  in  a  TIAMO  acquisition  scheme  are  inherently 
inhomogeneous. 
T1‐weighted  sequences  in  particular  are  affected  by  the  inhomogeneities  of 
the modes  used  for  TIAMO.  This  effect  is  reduced  significantly  in  T1‐weighted 






the  individual k‐lines of  the mode datasets, which can  lead  to  increased motion 
sensitivity,  such  that  the  datasets might  not  form  virtual  channels  of  a  virtual 
single  acquisition.  In  cases  where  the  correct  contrast  is  important  only  in  a 
certain organ or ROI, the shims for TIAMO might be chosen in such a way that the 
desired flip angle  is achieved  in the ROI  in both modes while the signal dropouts 
are  located  in  different  positions  outside  of  the  ROI.  In  this  way,  the  correct 
contrast  could  be  achieved within  the  ROI,  and  the  tissue  distribution  outside 
would still be visible without dropouts (albeit with incorrect contrast). 
Measurements with long TR such as PD‐, T2‐ and T2*‐weighted sequences are 






The  presented  numerical  experiments  show  that  TIAMO  is  superior  to 





The  experiments  performed  to  evaluate  the  impact  of  TIAMO  on  basic 
contrast  mechanisms  show  that  sequences  which  target  T1  contrast  may  be 
affected  by  B1+  inhomogeneities, whereas  PD‐,  T2‐,  or  T2*‐weighted  sequences 
using the contrast mechanisms considered  in this paper are not affected. For T1‐
weighted  spoiled gradient echo  sequences, analytical analysis  indicates  that  the 
correct contrast will be achieved if the RSS of the B1+ of the two modes is used for 
homogeneity optimization. 
TIAMO  is  superior  in  B1+  homogeneity  compared  to  conventional  RF 
shimming while being highly SAR efficient. Therefore, TIAMO can enable almost 
homogeneous high‐field imaging throughout the entire field of view in PD, T2, and 







spoiled  gradient  echo  sequence  is  derived  and  an  evaluation  of  the  impact  of 
TIAMO on image contrast is given. 
The  longitudinal  magnetization  ZM   at  the  time  point   1 Rn T    after 
applying an RF pulse to achieve a flip angle  1  can be written as  
1 1
1 0(( 1) ) ( ) cos (1 )
R RT T
T T
Z R Z RM n T M nT e M e
        [4.4] 
where  0M   is  the  equilibrium  longitudinal magnetization,  RT   is  the  repetition 
time, and  1T   is  the  longitudinal  relaxation  time  (20).  In TIAMO, another pulse  is 
applied  at  time  point  ( 1) Rn T   which  achieves  a  flip  angle  2   leading  to  a 
longitudinal magnetization of 
1 1
2 0(( 2) ) (( 1) ) cos (1 )
R RT T
T T
Z R Z RM n T M n T e M e
         [4.5] 
For even  n  the steady‐state magnetizations  1ZEM  and  2ZEM  for such a series of 
alternating pulses have to satisfy 
1(( 2) ) ( )Z R Z R ZEM n T M nT M    and  [4.6] 
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[4.10] 
Here  0   is  the  voxel  spin  density,  ET   denotes  the  echo  time,  and  *2T   is  the 
effective transverse relaxation time. 
To evaluate the influence of TIAMO on contrast, the ratio of the signals from 
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both flip angles  1  and  2 . CT1 is approximately constant if the sum of squares of 
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the  two  flip  angles  is  constant  and  in  the  range  of  0  to  90°. Within  the whole 







Figure 4.5: Contour plot of  the T1 contrast CT1 between  two materials  in TIAMO 
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Chapter 5  Mitigation  of  B1+  Inhomogeneity  on 




static magnetic  field  strengths  (B0)  to achieve a higher  signal‐to‐noise  ratio and 
new  or  enhanced  contrasts.  In  today’s  high‐field  systems,  severe  problems 
regarding the homogeneity of the transmission field are encountered. 
Recently, an acquisition scheme called Time‐Interleaved Acquisition of Modes 
(TIAMO) has been proposed  to  tackle  the  inhomogeneity problems  in high‐field 
MRI. The basic premise is to excite two (or more) different B1+ modes using static 
RF shimming in an interleaved acquisition, where the complementary RF patterns 
of the two modes can be exploited to  improve overall signal homogeneity.  In  its 
usual implementation, a multi‐channel transmit system is required. 
In  this work  the goal  is  to present a  simple and  inexpensive hardware  setup 
which makes  it  possible  to  use  TIAMO  on  any  single‐channel  transmit  system 
while making  use  of  the  vendor‐provided  single‐channel  RF  safety  system.  To 













static magnetic  field  strengths  (B0)  to achieve a higher  signal‐to‐noise  ratio and 
new  or  enhanced  contrasts.  In  today’s  high‐field  systems,  severe  problems 
regarding the homogeneity of the transmission field are encountered (1,2). Since 
the operational  frequency  is proportional  to B0,  the wavelength approaches  the 
size of  the human head/body.  This  results  in wave  effects which  lead  to  signal 
decreases and dropouts, making especially whole‐body imaging challenging (3). 
Several methods have been proposed to tackle these problems. Most of these 
methods  are  multichannel  methods.  Of  these,  the  two  most  noted  are  RF 
shimming  (4,5) and Transmit SENSE  (6). While standard clinical systems at  lower 
field  strengths  are  normally  equipped with  only  a  single‐channel  transmit  (Tx) 
system, multichannel Tx solutions have been introduced for high‐field systems but 
necessitate  additional  expensive  hardware.  A  complete  RF  chain  including 
modulation  of  the  operational  frequency,  power  amplification,  and  SAR 
supervision has to be provided for each transmit channel (7‐9). 
Recently,  an  acquisition  scheme  termed  Time‐Interleaved  Acquisition  of 
Modes  (TIAMO)  has  been  proposed  to  tackle  Tx  field  inhomogeneity  problems 
(10,11). The basic premise  is  to excite  two  (or more) different B1+ modes using 
static  RF  shimming  in  an  interleaved  acquisition, where  the  complementary  RF 
patterns  of  the  two  modes  can  be  exploited  to  improve  overall  signal 
homogeneity. The cost in time for acquiring multiple images can at least partly be 
compensated  by  using  the  multiple  transmit  modes  to  form  virtual  receive 
elements  to  improve GRAPPA  (12)  reconstruction performance,  thereby making 
higher parallel imaging acceleration factors feasible in conjunction with TIAMO. It 
can  be  shown  that  although  the  RF  pattern  of  each  transmit  setting  used  for 





In  this work  the goal  is  to present a  simple and  inexpensive hardware  setup 


































is used as a DC block.  Its value was determined experimentally  to maximize  the 
isolation in the off‐state. Since the peak voltage and current at this capacitor can 









The electrical  schematic of  the RF  switch controller  is given  in Figure 5.2B.  It 
consists  of  four  major  stages,  supplied  by  an  independent  power  supply 
(±Uc = ±10 V DC) not shown  in  the schematic. The  first stage  is  the  trigger signal 
stage, with a toggle switch driven either by an external trigger or a manual trigger 
from  the  impulse  push  button.  The  starting  state  of  the  controller  is  of  no 
importance  in TIAMO  since  the  chronological order of  the  two modes does not 
have  any  influence  on  the  reconstruction  or  the  resulting  image.  The manual 
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trigger was  implemented  for  compatibility with  sequences not using TIAMO,  so 
that the desired mode could be manually selected. 
The  second  stage  consists of  a D  flip‐flop, where  the negative output  is  fed 









prevent RF  close  to  the operating  frequency of  the  scanner being  sent  into  the 












(Magnetom  7T,  Siemens  Healthcare,  Erlangen,  Germany)  using  gradients  with 
maximum amplitude of 40 mT/m and maximum slew rate of 200 mT/m/ms. The 
software  version  was  VB17.  For  RF  transmission,  the  vendor‐provided  power 
amplifier  was  utilized  (LPPA  13080W,  Dressler  HF  Technik  GmbH,  Stolberg, 
Germany). 





was  determined  by  full‐wave  simulations  and  post  processing.  The  simulations 
were performed in CST Microwave Studio (CST AG, Darmstadt, Germany) in three 
different body models (HUGO (17), DUKE and ELLA (18)). The post processing was 
performed  in Matlab  (The Mathworks, Natick, MA, USA).  To  get  the maximum 
permissible  input  power,  the  voxel‐based  SAR  of  the  TIAMO  acquisition  was 
estimated  by  averaging  the  voxel‐based  SAR  of  the  two  utilized  RF modes  to 
account  for  the  interleaved  excitation  (11).  This  is  possible  because  the  two 
modes are not transmitted simultaneously, but  in quick succession, so therefore 
their  E‐fields  don’t  interact  directly  and  their  contribution  to  tissue  heating  is 
additive. Afterwards, the SAR 10g‐average of the modes was evaluated from these 




46 ms,  an  echo  train  length  of  7,  a  bandwidth  of  698 Hz  per  pixel,  an  image 
acquisition  matrix  of  384 x 512,  a  field‐of‐view  of  262 x 350 mm²,  and  a  slice 




trigger pulse after each echo  train  to  toggle  the RF power  switch.  Images were 
acquired with  the CP+ mode and  the CP2+ mode  individually, and with a TIAMO 
acquisition utilizing both of these RF modes. The CP+ and CP2+ modes were chosen 
for the TIAMO acquisition because previous work has shown that they come close 
in performance  to modes optimized  for B1+ homogeneity  in an axial  slice  in  the 
middle of the coil (11) and because they are easy to realize with a Butler matrix. 
The conventional acquisitions (CP+ and CP2+) were accelerated with GRAPPA in 
conjunction  with  an  acceleration  factor  of  R = 2  using  the  8  “real”  receive 
elements, while the TIAMO  image was accelerated by a factor of R = 4 using the 
16  “virtual”  receive elements  for  reconstruction.  In all  cases, 24  reference  lines 
were used;  therefore,  the acquisition  time  for  the TIAMO  image  (TA = 99 s) was 
13.8% greater than that of each individual mode (TA = 87 s). Reconstruction of the 
images  was  performed  by  the  vendor‐provided  image  calculation  system.  A 
marginal modification  to  the vendor‐provided  reconstruction software was used 
that  reorders  the  raw data of  two  interleaved  acquisitions before  the  standard 
reconstruction such that these data are treated as one acquisition with twice the 
number  of  receive  elements.  No  intensity  correction  was  used  in  the 
reconstruction. The  switch and  the  controller  circuitry were  in place during  the 








in the on‐state  it  is 0.45 dB. The switch was tested  to withstand a 1 ms pulse of 
the  full  RF  peak  power  that  the  scanner’s  amplifiers  can  deliver  at  the  patient 
table (ca. 6 kW) and a continuous average power of at least 80 W. The amplitude 
levels  of  the  harmonics  were  measured  to  be  at  least  50 dB  lower  than  the 
amplitude at the working frequency, and these  levels were not enhanced by the 
power  switch,  indicating  that  no  significant  clipping  occurred  due  to  charge 
starvation. Isolation and insertion loss at the peak power only increased by 0.2 dB 
compared  to  low power. Power  loss  in the controller during switching  is  low, so 
that the controller can manage at least 10,000 switching cycles per second. 
Figure 5.3  shows  TSE  images  from  the pelvis of  a human  volunteer.  To  stay 
within  the 10 W/kg SAR10g  limit,  the  total maximum permissible  input powers at 
the  input ports of  the coil  for CP+, CP2+, and TIAMO were 58W, 45W, and 55W, 
respectively.  Images  5.3A  and  5.3B  show  the  CP+  and  CP2+ modes  of  the  coil 
acquired individually. Apparent signal dropouts of the Tx modes are marked in the 
images.  The  TIAMO  image  5.3C  exhibits  no  complete  signal  dropout  over  the 
entire axial slice. Images 5.3D and 5.3E show the normalized signal intensity of the 
CP+ and CP2+ images relative to the TIAMO image to further illustrate the position 
of signal dropouts. Measurements with  the method described  in  (19) show  that 
the mean  SNR  of  the  TIAMO  image  is  approximately  75%  of  the  SNR  of  each 
acquisition with a single mode, but the SNR distribution is more homogenous and 
in particular  there  are no  regions with  zero  SNR  as  can be  found  in  the  single‐
mode images. 
The set of images in Figure 5.3F shows 11 simultaneously acquired axial TIAMO 





Figure  5.3:  Pelvic  T2‐weighted  TSE  images  of  a  human  volunteer  with  a  non‐
interpolated resolution of 0.68 x 0.68 x 4 mm³ acquired with A) the CP+ mode and 
B)  the  CP2+  mode  (both  GRAPPA  R = 2).  The  differing  location  of  the  most 
significant  signal dropout, where  the  signal and  therefore  the  SNR drop  to 0,  is 
marked. C) TIAMO reconstructed image with the interleaved acquisition of the CP+ 




intensity of the CP+ and CP2+  images normalized to the TIAMO  image  in arbitrary 
units to illustrate the position of the dropouts. F) shows a set of 11 TIAMO images 






These experiments demonstrate  that  significantly  improved B1+ homogeneity 
can  be  achieved  at  7T  with  a  simple  hardware  setup  without  a  complicated 
multichannel Tx system. The hardware for the controller and the RF switch costs 
only  about $150  including  connectors  and housing, while  the hardware  for  the 
Butler matrix costs about $1500, and most of the RF chain of a single‐channel Tx 
system  can  be  utilized  including  the  conventional  SAR  supervision.  In  principle, 
any  two‐port  coil  could  be  used  if  the  two  ports  produce  more  or  less 
complementary B1+ distributions with dropouts in distinct locations. 
The  switching  time  of  10 μs  is more  than  sufficient  for  TIAMO.  In  previous 
experiments (10,11) the switching time of the modulators used was 540 μs, which 
was  still  sufficient  because  switching  to  the  next  RF mode  can  be  performed 
during data sampling under the read‐out gradient. The new switch is more than a 
factor  of  50  faster.  The  switch  can withstand  enough  RF  power  and  switching 
frequency for any conventional imaging sequence that can be run on the scanner, 
and  the  tested  switching cycle  should be more  than  sufficient  for any sequence 
using TIAMO. 
The presented  electronics were designed  to be  compatible with  the  specific 
MR system utilized here. Implementations for other systems should of course take 
into  consideration  the  specifics  of  the  particular MR  system  to  ensure  proper 
operation and protection of the hardware. 
In the TSE imaging example presented here, it could be shown in practice that 
by using a higher acceleration  factor,  the  time penalty  for acquiring  two  images 
could be reduced from a factor of 2 to a factor of about 1.14 with only a small loss 
in mean SNR. This was done by  taking advantage of  the virtual elements  in  the 
TIAMO acquisition, which enable higher acceleration factors as previously shown 
(10).  The  virtual  elements  are  of  course  not  able  to  reduce  the  g‐factor  to  1. 
Although  the  g‐factor  for  the  TIAMO  images  is  slightly  higher  overall  for R  =  4 
versus the R = 2 of the  individual modes, the minimum SNR  is still higher than  in 
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In  this work we presented an  inexpensive, easy‐to‐use, and  robust hardware 
configuration that is capable of performing TIAMO imaging on an MRI system with 
a  single  transmit  channel  under  the  control  of  the  vendor‐provided  SAR 
supervision  system.  It  could  be  shown  that  spin  echo  imaging  at  7T  without 
complete signal dropouts is feasible in the human pelvis with this setup. Previous 
results with the same TIAMO technique, but with a more complicated hardware 
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are  still not  integrated  into  clinical  routine and are  currently only used as pure 
research systems. In head imaging, where the technical challenges are much more 
modest  compared  to  whole‐body  imaging,  much  clinical  research  is  being 
performed, and  it appears that 7 Tesla head  imaging may be going clinical soon. 
Body imaging is still challenging and will surely take more development time. The 
key challenges are  the presence of  strong  inhomogeneities  in  the  transmit  field 
and  limitations due to SAR. From these arise strong need for specially developed 




transmit  channels.  This  array  can  be  used  for  real‐time  imaging  of  the moving 
ankle  joint as well as high resolution  imaging.  It has been thoroughly tested and 
evaluated in terms of SNR, g‐factor, and patient safety. 
Since coil design alone is not enough to cope with the special needs of 7 Tesla 
body  imaging,  the TIAMO method was developed which  is capable of producing 
fairly  homogeneous  images  with  minimal  effort.  The  theory  of  the  virtual 
elements  in  TIAMO  was  formulated  as  well  as  the  theory  for  the  contrast  in 
spoiled  gradient  echo  TIAMO.  MRI  experiments  were  conducted  to  explore 
TIAMO’s impact on the g‐factor and on contrast in many different sequences and 















components.  This makes  TIAMO  an  interesting  alternative  to other methods of 
coping with  the homogeneity problems of  the  transmit  field, especially  since at 










geïntegreerd  in  de  klinische  praktijk  en  worden  ze  uitsluitend  als 
onderzoekssystemen  gebruikt. Er wordt  veel onderzoek gedaan naar afbeelding 
van het hoofd, waarbij de  technische uitdagingen  veel bescheidener  zijn dan  in 
afbeelding van het hele lichaam, en het lijkt erop dat afbeelding van het hoofd op 
7T  binnenkort  in  de  kliniek  geïntroduceerd  kan  worden.  Afbeelding  van  het 
lichaam blijft een grotere uitdaging, en zal zonder  twijfel meer ontwikkelingstijd 
kosten. De grootste uitdagingen zijn de sterke  inhomogeniteiten  in het zendveld 
en  SAR‐limitaties.  Om  hieraan  het  hoofd  te  bieden  moeten  zowel  speciaal 
ontworpen  meerkanaals  zendspoelen  als  methoden  om  met  deze  spoelen  te 









van  afbeelding  van  het  lichaam  op  7T  om  te  gaan  is  de  TIAMO‐methode 




factor  en  het  contrast  in  verscheidene  sequenties  en  contrasttypen  te 
onderzoeken. Daarnaast  zijn numerieke experimenten uitgevoerd om het effect 
van TIAMO op homogeniteit en  SAR  te onderzoeken. Tot  slot  is een hardware‐




Het  is gebleken dat TIAMO een  robuuste en gebruiksvriendelijke methode  is 
om het sterke locale signaalverlies in 7 Tesla afbeelding van het lichaam tegen te 
gaan.  Het  is  beter  dan  RF  shimming  in  termen  van  homogeniteit,  en  heeft 
tegelijkertijd  een  betere  SAR‐efficiëntie.  Locale  gebieden  van  signaalverlies 
kunnen  in abdominale afbeelding met een achtkanaalsspoel met eenvoudige RF‐
shimming worden verminderd. Transmit SENSE  is duidelijk superieur aan TIAMO 
voor  het  homogeniseren  van  excitatie,  vanwege  het  grotere  aantal 
vrijheidsgraden  dat  deze  techniek  biedt.  TIAMO  is  echter  veel  gemakkelijker  te 
implementeren  en  zeer  robuust.  Ook  kan  zelfs  een  éénkanaals  zendsysteem 
worden uitgerust voor gebruik met TIAMO, met toevoeging van slechts een paar 
goedkope componenten. Dit maakt TIAMO tot een  interessant alternatief om de 
homogeniteitsproblemen  van  het  zendveld  aan  te  pakken,  vooral  omdat  het 
momenteel  veel dichterbij  klinische  toepasbaarheid  is dan het  veel  complexere 
Transmit SENSE. 
In dit werk worden nieuwe methoden voor afbeelding buiten het brein bij 7 
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